TUCSON POLICE DEPARTMENT
CRIME LABORATORY (b
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000
mspection, and having performed such inspections on Intoxilyzer 5000
# o Serial # (o4~ 0025 (o certifies by her signature:

on _ ID_I;;!S” ]{JLf . with a result of .07 AC. 007, AC,

and on ”}ZQ‘ ILH .witharesultof 0.07Y AC. _C:‘{,:"P'q AC,

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _0.070 AC. to _0.090 AC) . as defined by RG9-14-404 A 3.

No problems were reported concerning this instrument between these

two dates. 1
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J Enﬁﬂf‘ﬁr L. Coombs

ADPS QAS Permit #QAS 29886 (issue date 06/15/2004)

SUBSCRIBED AND SWQORN to before me

= : T UFFICIAL SEAL

ERR\KATHY A. KINNEYtis 2 day of @cem her. 200Y,

— =\ LOTARY PUBLIG-ARIZONA
PIMA COUNTY

S\, Comm. Exp. Sepl. 4, 2008 3
1 y 1< iﬂ‘muﬂ‘\_ ﬁwu:

Notary Public -




HIS REPORT PREDARZD TURSUANT TO DOTY LHPCEED BY
A.A.C. R9-14-404 ()

,E? ,-&Q_c&;i Tf";_f:i'_o;éé,;z Al
“i

bﬁEF: OVM Test check Satting should be bstween .200 and
-800. Hode selection switch S2 on, 51 and 53 off or
keyboard menu selection "HY. Reading is 2243 .
é&;: Display Test check. Mode salection switch 51 an and s2
and 53 off or Keyboard menu selsction "v"
A Printar Test check. Hode selactien switeh Si, g3 83
0Iff or kKeyboard menu sslection NBY.
A_Qd Cl.ac:l-c t"l-*a check. Hc-d-:—z sele::icm switch 510 on or

manu sal-&r:::;mn e
CEERATIONAT, TESTS
- Qq; Alcongol fres suhjact Test result g./94 AC
Fﬂgj Error recognition laogic system functisning

Invalid test printed
o5 Propesr sample recognition system
Invalid sample printad
Deficient sample printed%—
N/A Completeness of sampls purge wi th collection tube*=
Calibration standard 0.

Results: 0.0FFAC + (). D-?“C&'fftr

Instrument operating properly and accurately. YEST NO

CGHHENTEiny%f:}'F6K?5:%,

SIGNATURE _Eizzléih#{ﬂn ﬁélﬁyL@fx
5z

guk
Qi{_ﬂ”.{ﬁlcmhnl concentration standard collected for subssguenv
analysis. x*

ﬂ'

H

*WITHE OR WITHOUT VAPOR RECIRCULATION AND WITHE OR WITHOUT EKEYBOARD
**THIS BTEP IS ONLY:REQUIRED IF THIS DEVICE IS BEING USED FOR
EANMPLE CAPTOUE.

DHS/DSLS/Form C117 (Rev.7-93)




Tucson Police Department Crime Laborator
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BIEIBIT P 557 G

THIBE REPORT PREPARED PUREUANT I8 DIITY THPROBEDR BY. = ﬁﬂkrF

A.ALE, RE—-14-404(2)
ARTZIONA DEPARTHENT OF HEALTE HFRVICES

ANDARD QUALITY ASSURANCE PROCEDURES
INTOIILYZER MODEL 5000%

TANDARD CALTRIATION CEECK PROCEZDUTEE Aﬁk

T

-

P
o

Agency _Tucson Polige Departmens Date Fﬁﬁﬁéﬁbt{ Tine (TS5 =

Intoxil'{rzer Seriali pY-nnNl&tef H)Lor:au on _ANHS' T T e

QA Specialist Lrepc POran #n 223 .

(Print Hame)

{z—) 1. Pour a standard alcchol solution of Xnown value into a

clean dry simulator jar and assemble the simulator.

Insure that a tight seal has been made.

Standard value: 0.0§P AC

Turn on the simulator and all

reach 347C:.7Z%Cu

(¥s—) 3. Set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on or selecting "c"
an keyboard menu.

;
[
ted
.

E}

w The temperaturs to

ﬁﬂ€#] 4. Attach simulator to the simulator entrance port on the
Intoxilyzer,
Wiy lveos) 5. Inktoxilyzer 5000 display reads "READY TC START" ox

"PUSH DBUTTON".

=l TAT) 6. Push Start Test button or press enter on keyvhoard.
ﬁ&anrJ 7. 1Insert card in response to disnlay.

g (~£%—) 8. 2Air blank completed.
qﬂrjﬂari 3. Calibration check completed.

Test rasults 0 g?’-?—ﬁca—aﬂ:r{;ac
*u (% 10. Air blank completad.
e t—) 11L. When display reads Test Complete remogve evidence card.
Attach the card to the completed checklist.
(s 12. Return mode selection switch #9 to off position after
all calibration checks are complete or type ¢ and enter

STGNATURE M

*WITE OO WITHOUT VAPOR RECIRCULATION AND WITH OR WITHOUT KEYEOARD

—d

DHS/DSLS/Form €116 (Rev.7-33)
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TEIS REPORT PREPARED PURSGANT TO DOTY IHF052ZD BY
ALR.C, RI—L4-404(R)
ARTZOMA DEPARTMEZ OF HEALTH SFZRTICES
STANDARD QUALITY ASSURANCE DROCEDIDZZS
INTOITLYSER HGDEL 3000
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Invalid test printad
Proper sample recagnition system
Invalid sample printed .~
Deficient sample printedv”
Campleataness af samplse purge with colla
Calibration standard 0. AC
Results: 0.07YAC ¢0.07Y 4

Instrument operxating propesrly and accuratel

NS
=

COMMENTS:

ction

V. YESﬁi&D

rar recognition logic system functioning

tuhaxx

I N 7
srovarme ___Auddes X (oS

e

analysis. ®=*

*WITE OFR WITEGQGUT VAFPOR RECIRCULATION AND WiTH QR WHIT

cﬂnéthratiDn standard collected for subssguent

HOUT XEYB0ARD

*+THIE STER TEB ONLY:EEQUIRED IF THIS DEYICE I8 BEING USED FOK

BAMPLE CAPTURE.

DHS/DSLS/Form C117 (Rev.7-93)
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EXETAIT P i Gl
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TEIS REPORT PREPARED PURSUANT TO DUTY IMPOESED BY AP
A.A.C. RI-14-404 (A) f,f
|,

ARIZONA DEPARTHENT OF HEALTH SERVICE

STANDARD QUALTTY ASSUHAMNCE PRHOCEDURES
INTOITILY¥ZER MODEL 50Q0#% Aéﬁ

ETANDARD CALIBRATION CHECX PROCEDUTHE
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SIGHATURE

Agency _Tucson Folige Department Date ffgiﬁ:;&%’ Tine OFOF
Intoxilyzer Serialf %0025/ (¥/2)Location g
Q4 Specialist .annr%Ejﬁ {ﬁyaﬁtéli Lol O

(Print NHame)
Pour a standard alcohol solutign of known valus ints a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has besn mada.
Standard value: 0. Q%O AC
Turn on the simulator and allow the tfteamperature to
reach 3I47C+.2°C.
Set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on or selecting "c"
on keyboard menu.
Attach simulator to the ‘simulator entranca port on the
Intoxilyzer.
Intoxilyzer 5000 display reads "READY TQ START" or
"EIISH BIFTTON".
Push Start Test hbutton or prass
Insert card in response to displ
Alr blank completed.
Calibration check completed.
Test results 0.07Y¢ACEJ.07 ac :
Air blank completed. _
Whan display reads Test Complete remove avidence card.
Attach the card to the completed checklist. )
Beturn modea selection switch #9 to off position after
all calibration checks are complete or type Q and enter

nter on kKeYboard.

*JFITH QR ?IT&QET ?g;gﬂ RECIRCULATION AND WITE OR WITEQUT XEYEOARD

DHS/DSLS/Form Cllgs (Rev.7-93)




